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CERTIFICATE OF TESTING

Reference No.

03-14B/02/2022/39/03-1

Client Company Dexina Florapro Resources (M) Sdn Bhd
56, Laluan Lapangan Perdana 5,
Client Company Address Panorama Lapangan Perdana,

31650 Ipoh, Perak.

Client Contact Number

+6016-521 8523 (Loke Chee/Kong)

Test ltem

Filtering Face Piece (FFP)

Brand/Model

N?5 SMP Antibacterial Medical Face Mask

Lot/Batch/Production No.

Quantity

70

Date of Sample(s) Received

13th December 2021

Date (s) of Testing

15" December - 6 January 2021

Test Method

See page 2

Testing Laboratory

Dust Mask Laboratory (DML], NIOSH Malaysia

PREPARED BY

Haalah binti Mahmud

DATE : 7/1/2022

APPROVED BY

( Baderin bin Osman )

DATE : 7/1/2022
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Test Method

MS 2323:2010 / EN 149:2001
Respiratory Protective Devices - Filtering Half Masks to Protect Against Particles -
Requirements Testing, Marking

Testing Remark
Visual Inspection Nof assessed.
Material

Practical Performance

Total Inward Leakage

Penetration -

Flammability

Carbon Dioxide Content

Breathing Resistance

Samples
No. Brand/Model Quantity
1 N95 SMP Antibacterial Medical Face Mask 70
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Results
Material
Sample No Mechanical Failure [Fﬂ;lg;t;:i:g(i:ceu:) rg:l:]r:s)
M1 J
M2 J
M3 J
M4 N
M5 J
Mé J
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Practical Pefformance

) Work Simulation Test
ACRCs: Walldng Test Walking Crawling Scooping
Comments o | Not | o | Not | o | Not [ o | No
Ok Ok Ok Ok
PP1
Security of fastenings Not applicable
Field of vision v N vV \
Other comments -
PP2
Security of fastenings Not applicable
Field of vision v N \ N
Other comments -

Material can cause irritation or any
e e o adverse effect health
Sample
Yes No Yes No
CSP1 ¥
CSP2 X
CSP3 v
CSP4 ¥
CSP5 v
Not applicable ;
CSP6 b
CSP7 Y
CSP8 v
CSP9 ¥
CSP10 v
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Total Inward Leakage

: ; Head up . . Con:lpqlil?ility Vul\fe
Sample WC(I;:;HQ t:es?:eﬂ(;:) cmc: ;;wn Talking (%) | Walking (%) :‘r:::;e(:;:) h:fnaec:s with Skin function

Yes No Yes No

TILT 48.65926 48.76957 49.0132 48.79563 48.80535 1.46283 N

TIL2 48.42452 48.48459 48.48893 48.68888 48.70012 0.85683 N

TIL3 48.21477 49.01565 48.74624 48.84354 48.87462 1.14378 N

TIL4 47.12221 47.69597 47.75858 47.98673 47.81242 0.74068 N

TIL5 48.02452 48.16747 48.24618 48.44455 48.62428 0.63453 e N s

TILS 46.94765 47.58454 47.62648 47.73685 48.13845 0.38684 applicable \ applicable

TIL7 48.46467 48.51542 48.55471 48.58533 48.59558 0.76536 N

TILS 48,0019 47.94654 47.98641 48.13342 48.3248 1.46573 N

TILS 49.12475 49.10202 49.14056 49.15639 49.20004 0.83626 N

TILTO 47.16956 47.67379 46.75763 46.78934 47.17646 1.56937 N

*44 out of 50 individual exercise result shall not greater than 11% for FFP2
**8 out of 10 individual wearer arithmetic means for the total inward leakage shall not be greater than 8% for FFP2
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Penetration
Resulis (%)
Sample Remark
Sodium Chloride Paraffin Oil
BT 0.093 0.036 Supplementary Information:
1, Each samples are tested with
P2 0.085 0.038 0.3-micron sodium_chloride and
paraffin oil aerosal af 5 I/min by
PT3 0.045 0.075 using TSI Highfloew Automated
Filter Tester 8130
P14 0.094 0.038 2, Maximum penetration
reading: < 6%
PTS 0.095 0.063
PTé 0.061 0.090
PT7 0.073 0.083
P18 0.093 0.042
PT9 0.083 0.037
PTIO 0.091 0.044
PT11 0.088 0.068
PTI2 0.098 0.080
Flammability
Sample Results Remark
Fl R Supplementary Information:
1, Samples shall not burn or continue fo
F2 Not burn at all burn for more than 5 seconds after
removal from the flame at every
F3 Not burn at all exterior part of samples
F4 Not burn at all
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Carbon Dioxide Content

s : The carbon dioxide content of the S
i inhalation air (%) ol
col 0.57 Supplementary Information:
1, Each samples are supplied with
CO2 0.54 5.0% of carbon dioxide for 2 minutes
CO3 0.55 2, Maximum carbon dioxide
content inside the mask: < 1.0%
Breathing Resistance
Inhalation Exhalation (Flow = 160 |/min)
Sample 30 |/min 95 I/min Forward Up Down Left Up [ Right up
Max: Max: Max:
0.7 mbar | 2.4 mbar 3.0 mbar
BRV1 0.38 1.25 1.78 1.75 1.85 1.78 1.87
BRV2 0.38 1.29 1.87 1.78 1.91 1.86 1.91
BRV3 0.41 1.41 1.98 1.96 1.98 2.04 1.96
BRV4 0.38 1.35 1.88 1.88 1.88 1.91 1.87
BRVS 0.37 1.27 1.86 1.86 1.86 1.87 1.86
BRVé& 0.41 1.37 2.02 2.01 2.00 1.98 2.01
BRV7/ 0.38 1.33 1.91 1.87 1.88 1.87 1.92
BRVS 0.38 1.28 1.87 1.85 1.87 1.88 1.86
BRVY 0.37 1.31 1.90 1.91 1.84 1.83 1.88
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Disclaimer

1. The laboratory does not provide statement of conformity in the certificate of testing.
2. The data obtained in this report are based on the evaluated samples ONLY and may
not be applicable to other stockpiles.

-END OF REPORT-
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